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Abstract 

Clock  synchronization  by  means  of  GPS/GLONASS  is  proposed .  The  GPS/GLONASS  receivers 
with  the  external  frequency  input  interface  are  used  in  our  system.  While  the  remote  OCXO  (Oven- 
Controlled  Crystal  Oscillator)  clock  and  the  primary  H-maser  clock  are  connected  to  the  receiversy  the 
frequency  offset  of  the  remote  clock  with  respect  to  the  primary  clock  can  be  estimated  by  performing 
the  linear-least-square  fit  on  carrier-phase  single-difference  observables.  The  proportional  controller 
is  adopted  in  our  system  for  tuning  the  remote  clock  in  real  time .  Through  the  D/A  converter ; 
the  remote  clock  is  then  steered  to  synchronism  with  the  primary  clock .  For  averaging  times  of  1 
day  under  the  configuration  of  about  a  30-meter  baseline ,  our  experimental  results  show  that  the 
accuracy  of  the  remote  clock  can  be  improved  from  about  2  x  10-9  to  about  6  x  10~u,  and  the  stability 
of  the  remote  clock  can  be  improved  from  about  2  x  10"10  to  about  a  few  parts  in  1014.  Based  on 
the  proposed  architecture,  the  frequency  traceability  can  be  achieved .  The  potential  applications 
include  a  frequency  source  system  for  calibration  laboratories ,  telecommunication  networks ,  and 
power  transmission  systems. 


INTRODUCTION 

The  capability  of  using  GPS  carrier  phase  to  transfer  precise  time  and  frequency  has  been 
recognized  and  described  by  many  researchers  [6-10],  Because  the  frequency  of  the  carrier  is 
roughly  1 000  times  higher  than  that  of  C/A  code,  time  and  frequency  dissemination  using  carrier 
phase  has  much  greater  resolution,  in  principle.  When  combined  with  Russia’s  GLONASS 
constellation,  which  provides  similar  capabilities,  the  potential  precision  of  the  system  becomes 
even  greater.  Recent  development  in  time  and  frequency  applications  have  led  the  timekeeping 
community  to  focus  on  using  both  these  systems  for  time  metrology. 

In  this  paper,  we  propose  a  scheme  for  clock  synchronization  by  using  GPS/GLONASS  carrier 
phase.  The  basic  architecture  of  the  system  is  shown  in  Figure  1.  With  all-in-view  observations, 
the  frequency  offset  of  the  remote  clock  with  respect  to  the  primary  clock  is  estimated  in  real 
time  by  performing  the  linear-least-square  fit  on  carrier-phase  single-difference  observables  over 
observation  period.  In  the  process,  the  errors  and  biases  that  affect  the  measurements  are 
substantially  reduced.  In  our  system,  the  carrier-phase  data  and  other  observation  messages  are 
passed  between  both  stations  through  PSTN  (Public  Switched-Telephone  Network).  The 
frequency  offset  is  then  fed  into  a  proportional  controller,  which  automatically  issues  commands 
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to  steer  the  remote  clock  to  synchronize  with  the  primary  clock.  On  the  other  hand,  the  master 
station  can  also  monitor  the  performance  of  the  remote  clock  in  real  time. 

With  the  above-mentioned  method,  the  accuracy  of  the  remote  OCXO  clock  could  be  improved 
from  about  2  x  1  (T"'  to  about  6xl0“14  for  average  times  of  one  day.  The  stability  of  the  remote 
OCXO  clock  could  be  improved  from  about  3xlO”10  to  about  2x] 0“i4.  The  potential  roles  of 
our  system  include  the  PRSs  for  telecommunication  networks  and  the  FSs  for  calibration 
laboratories,  power  systems,  navigation  systems,  instrument  calibration,  and  others. 

THE  MODEL  OF  CARRIER  PHASE  OBSERVABLES 

In  order  to  combine  GPS  and  GLONASS,  a  unique  time  scale  for  all  observations  and  satellite 
ephemerides  and  a  unique  reference  system  for  all  satellite  and  receiver  positions  are  required.  In 
our  approach,  all  computations  is  based  on  GPS  time  as  reference  time  and  referred  to  the 
reference  frame  WGS-84.  Therefore,  the  epochs  of  the  GLONASS  ephemerides  are 
approximately  corrected  to  GPS  time  by  applying  the  leap  seconds  between  GPS  time  and  UTC. 
The  GLONASS  satellite  positions  are  transformed  from  the  frame  PZ-90  to  WGS-84  by 
applying  the  transformation  parameters  given  in  13] .  The  observation  equations  for  both  GPS  and 
GLONASS  systems  may  also  be  modeled  as  Equation  (1)  [1-2],  provided  the  corresponding 
carrier  frequencies  are  introduced.  In  the  processing  of  combined  GLONASS/GPS  observations, 
the  differences  between  GPS  and  GLONASS  frequencies  and  the  wavelengths  for 
GPS/GLONASS  satellite  pairs  need  to  be  considered,  however. 

=  P\  +  c(dt'  -  dT, )  +  XN\  -  4,  +  d‘„„  +  4,  (1 ) 

where  <t> is  the  carrier-phase  measurement  of  the  receiver  A  from  the  satellite  j  in  meter;  p'A 
is  the  true  distance  between  the  receiver  A  and  the  satellite  /;  c  is  the  speed  of  light;  dt '  is  the 
clock  bias  of  the  satellite  j\  dTA  represents  the  clock  difference  between  the  satellite  system 
time  and  receiver  A  clock;  A'  is  nominal  wavelength  of  the  signal  from  satellite  /;  N'A  denotes 
the  unknown  integer  number  of  cycles  (ambiguity);  and  d[on  and  d[lop  are  the  ionospheric 

delay  and  the  tropospheric  delay,  respectively;  s’A  is  the  unmodeled  errors  primarily  due  to 
multipath,  temperature  variation,  physical  factors,  etc. 

To  study  the  clock  synchronization,  we  would  like  to  first  examine  the  behavior  of  the  oscillator. 
Hence,  both  of  the  remote  clock  and  primary  clock  are  connected  to  the  GNSS  receivers, 
respectively.  Under  this  arrangement,  the  term  dTA  in  (1)  represents  the  time  difference 
between  the  satellite  clock  and  the  external  clock  A.  Denoting  the  two  receivers  by  A  and  B  and 
the  satellite  by  j,  respectively,  the  single-difference  equation  is 

A (f)^  =  A p\B  -  cAdTAB  +  A'  AN'ab  +  A e\B ,  (2) 

where  A(-)  represents  the  operator  for  differences  between  receivers  with  the  same  satellite. 
Due  to  the  strong  correlation  between  the  unmodeled  ionospheric  and  tropospheric  delays  of  the 
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two  receivers  over  a  short  baseline,  the  terms  d[on  and  d,'  in  (1)  are  then  eliminated.  Since 

clT/t  and  dTB  are  both  referring  to  the  same  satellite  system  clock,  their  difference  A dTAB  in 
(2)  is  nothing  but  the  phase  difference  between  external  clock  A  and  external  clock  B. 

SYSTEM  ARCHITECTURE 

Figure  3  shows  the  functional  block  diagram  of  our  system.  It  consists  of  the  master  station  and 
the  remote  station.  The  master  station  contains  the  hydrogen-maser  clock,  GNSS  receiver,  and 
PC.  The  remote  station  includes  the  low-cost  OCXO,  GNSS  receiver,  D/A  converter  and 
industrial  PC.  Through  the  wired  or  wireless  data  links,  the  carrier-phase  data  and  other 
observation  messages  can  be  sent  between  both  stations.  The  positions  of  the  antennae  are 
predetermined  by  IGS  (International  GPS  Service),  and  the  j-th  GPS  and  GLONASS  satellite 
positions  are  obtained  from  the  broadcasting  navigation  messages. 

By  performing  the  linear-least-square  fit  on  the  carrier-phase  single-difference  model  (2)  over 
observation  interval  r ,  we  can  estimate  the  frequency  offset  yr  of  the  remote  clock  with 
respect  to  the  primary  clock.  With  all-in-view  GPS/GLONASS  observations,  the  integrated 
frequency  offset  yT  then  can  be  obtained  by  weighted  averaging  yr . 

In  general,  the  fine  frequency  tuning  can  be  performed  on  the  inexpensive  oscillator  through 
voltage  control.  Because  of  environmental  effects  such  as  vibration,  temperature,  pressure,  and 
humidity,  the  desired  frequency  output  is  not  always  under  a  constant  voltage.  In  our  system,  the 
frequency  offset  yT  is  chosen  as  the  input  variables  of  the  controllers.  An  incremental  voltage 

AF (/j)  will  be  generated  to  update  the  voltage  for  steering  the  oscillator. 

r„,  =  K,  +  AK.  (3) 

In  our  system,  we  considered  the  proportional  control  [4]  in  the  remote  clock.  The  block  diagram 
for  the  controller  used  in  our  experiment  is  shown  in  Figure  3.  The  control  signal  is  proportional 
to  the  frequency  offset  vr  with  gain  K  being  adjustable.  To  design  a  particular  control  loop  for 

the  clock  synchronization  applications,  we  merely  have  to  adjust  the  constants  K  in  Figure  3  to 
achieve  an  acceptable  level  of  performance.  With  some  trial  and  error,  the  gain  K  is  determined. 

EXPERIMENTAL  RESULTS 

The  basic  experimental  structure  for  tests  is  shown  in  Figure  2.  In  the  master  station,  the  5  MHz 
of  the  hydrogen  clock  used  as  primary  clock  was  connected  to  a  Ashtech™  GG-24  receiver.  The 
OCXO  manufactured  by  Datum rM,  Model  FTS  1130,  was  used  as  the  remote  clock.  The 
carrier-phase  data  and  other  observation  messages  were  passed  between  both  stations  through  the 
PSTN  interface. 

In  our  experiment,  the  software,  including  the  proportional  controller,  communication  interface, 
and  data  collection,  were  programmed  in  C++  on  Windows®  2000  and  executed  on  an  industrial 
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PC  manufactured  by  ADVANTECH™.  The  data  used  for  the  frequency  accuracy  and  stability 
analysis  were  measured  every  1  second  by  a  TIC  (Time  Interval  Counter)  manufactured  by 
SRS  ™,  model  SR620. 

For  the  stability  analysis  of  frequency  source  under  tests,  we  made  use  of  the  IEEE 
recommended  MDEV  (Modified  Allan  Deviation)  [11],  which  is  a  standard  practice  in  the  time 
and  frequency  community.  In  our  experiment,  the  confidence  intervals  applied  to  the  frequency 
stability  analysis  were  set  to  ±  68%. 

We  examined  the  performance  of  free-running  OCXO  used  in  our  system  and  the  OCXO  under 
control.  These  frequency  analyses  are  shown  in  Figure  4.  The  OCX O  line  in  Figure  4  shows  the 
frequency  instability.  The  OCXO-C  line  shows  the  typical  results  of  frequency  stability  analyses 
of  the  remote  OCXO  clock  under  control.  These  results  reveal  the  high  frequency  stability  of  the 
remote  clock  not  only  over  the  short  term, but  also  over  the  long  term.  The  frequency  stability  of 
the  OCXO  clock  could  be  improved  from  about  3x  1  (T10  to  about  2x  10"' 4  for  average  times  of 
1  day. 

In  addition,  to  assess  the  limitations  of  our  system  regarding  clock  synchronization,  we 
conducted  an  experiment  by  connecting  a  common  hydrogen-maser  clock  to  GNSS  receivers  in 
both  stations  over  about  a  30-meter  baseline.  The  results  of  the  frequency  stability  analyses  are 
shown  in  Figure  5.  These  results  show  that  our  system  has  a  very  high  frequency  stability  of 
about  2  xlO15  for  averaging  times  of  one  day. 

Figure  6  shows  the  phase  differences  between  the  free-running  OCXO  clock  and  the  primary 
clock.  The  accuracy  of  this  OCXO  is  about  2.3x10  9  for  average  times  of  1  day.  Over  the 
approximately  30-meter  baseline,  the  remote  OCXO  clock  is  automatically  steered  to  approach 
synchronization  with  the  primary  clock.  The  accuracy  of  the  remote  OCXO  clock  can  be 
improved  from  about  2.3xl0-9  to  5. 49x1 (f14  for  averaging  times  of  1  day. 

CONCLUSIONS 

A  new  scheme  for  clock  synchronization  by  using  GPS/GLONASS  carrier  phase  is  presented. 
Experimental  results  show  that  combining  GPS  and  GLONASS  carrier  phase  seems  to  provide 
definite  additional  value  for  frequency  dissemination.  In  the  experiments,  the  low-cost  OCXO 
clock  could  be  automatically  steered  to  obtain  the  very  high  frequency  accuracy  and  stability  in 
the  short  term  as  well  as  in  the  long  term.  In  addition,  the  proposed  architecture  can  achieve  the 
traceability  of  frequency  dissemination.  At  present,  we  are  trying  to  establish  the  frequency 
source  for  calibration  laboratories  and  telecommunication  networks  based  on  the  proposed 
scheme  in  Taiwan. 
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Remote  Stations 

{Remote  Clock ) 


Figure  1.  The  system  architecture  for  the  clock  synchronization  by  using  GPS/GLONASS 
carrier-phase  measurements. 
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Figure  2.  The  functional  block  diagram  for  the  clock  synchronization  by  using  GPS/GLONASS 
carrier-phase  measurements. 


176 


Primaiy 

GNSS 

W  pstn 

Carrier-Phase 

Linear-Least 

vt 

— ► 

K-yr 

U 

D/A-> 

Remote 

clock 

Receiver 

:  1 

f- 

Single  Difference 

-Square  Fit 

! 

clock 

GNSS 

Receiver 

Figure  3.  Control  block  diagram. 


Figure  4.  The  frequency  stability  analysis  of  the  free  running  OCXO  (OCXO  line)  and  the 
OCXO  under  control  (OCXO-C  line). 
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Figure  5.  The  frequency  stability  analysis  of  our  system  by  using  the  common  H-maser  clock 
over  short  baseline. 


Primary  clock  vs  OCXO 


Figure.  6  Phase  difference  between  free-running  OCXO  and  primary  clock  with  linear-fit  line. 
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Primary  clock  vs  OCXO  under  control 
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Figure  7.  Phase  difference  between  primary  clock  and  remote  OCXO  clock  under  control  with 
linear-fit  line. 


179/180 


